Evaluation of three commercially available kits for serological diagnosis of dengue haemorrhagic fever.
Seventy one acute phase serum samples collected during an epidemic of dengue hemorrhagic fever were tested by immunoblot, a rapid immunochromatographic assay and Dengue Duo ELISA for presence of anti dengue IgM and IgG antibodies. A concordance of 81.7% and 76.1% was seen between the three tests for the detection of anti-dengue IgM antibodies and IgG antibodies respectively. The rapid test takes only five minutes, can be easily carried out in most laboratories and compares well with the ELISA and the immunoblot.